1. Introduction {#s0005}
===============

Doxorubicin (DOX) is an anthracycline chemotherapeutic drug that possesses broad spectrum anti-tumor activity ([@b0140]). It effectively resisted a variety of malignancies including gastric cancer, acute leukemia, small-cell lung cancer, soft tissue sarcoma, lymphoma, and breastcarcinoma. Unfortunately, DOX causes myocardium damage that is cumulative and irreversible ([@b0120], [@b0010], [@b0130], [@b0150]). This side reaction is particularly serious about children. In clinical practice, the cumulative dose of DOX must be limited to reduce cardiotoxicity ([@b0095], [@b0145]).

Liposomes are phospholipid bilayer vesicles, which can be used as delivery vehicles for chemotherapeutics ([@b0115], [@b0040]). Liposomal DOX (L-DOX), particularly pegylated L-DOX, have shown significant therapeutic advantages. Studies have shown that L-DOX has lower toxicity and equivalent or higher anti-tumor effects compared to free DOX (F-DOX). Because only F-DOX has toxicological and pharmacological effects, understanding its pharmacokinetics (PK) can potentially lead to relatively precise prediction of the toxicity and efficacy of L-DOX *in vivo* ([@b0070], [@b0100], [@b0085]).

Previous pharmacokinetic studies on L-DOX have mostly focused on the total DOX (T-DOX), which is the sum of F-DOX and encapsulated DOX (E-DOX). To study the concentration of F-DOX in the plasma, a reliable method is needed to separate free drug from liposomes while preventing drug leakage from the liposomes ([@b0015], [@b0045]).

Here, we describe a method for extracting and quantifying F-DOX in the plasma of rats treated with L-DOX. This method was based upon the finding that liposomes can pass through solid-phase C18 silica gel cartridges without being absorbing, but F-DOX is retained on the stationary phase.

2. Methods {#s0010}
==========

2.1. Materials {#s0015}
--------------

DOX (purity 99.6%) and daunorubicin (purity 99.7%) were obtained from Zhejiang HISUN Pharmaceutical Co., Ltd. Cholesterol and Hydrogenated soybean phospholipids (HSPC) were obtained from Sinopharm group Co. Ltd. Distearoyl phosphatidylethanolamine-PEG2000 (DSPE-PEG200) was purchased from Xi'an Ruixi Biological Technology Co., Ltd. HPLC-grade methanol, acetonitrile, and formic acid were purchased from Sigma-Aldrich Co. (St. Louis, MO, USA).

2.2. Animals {#s0020}
------------

Male Wistar rats (275 ± 5 g) were purchased from Jilin University Animal Experiment Center. Animals were fed in a well-ventilated environment under the standard of illumination, temperature and humidity. Food and water were sufficiently supplied and allowed them to adapt the laboratory environment for at least one week. The rats were fasted 12 h with free water before administration. All animal experiments were approved by the Animal Ethics Committee of the Jilin University.

2.3. Preparation of L-DOX {#s0025}
-------------------------

L-DOX had a lipid composition of HSPC/cholesterol/DSPE-PEG2000 (11:8:1 mol/mol). Doxorubicin liposomes was prepared by remote loading, which was driven by transmembrane (NH~4~)~2~SO~4~ gradient ([@b0050], [@b0035]). The concentration of DOX in the liposomes was 2 mg/mL. The encapsulation efficiency of DOX liposomes was determined using a Sephadex G50 size exclusion column.

2.4. Analysis of DOX concentration {#s0030}
----------------------------------

A UPLC-MS/MS system was used to analyze the concentration of DOX. The system consists of an ACQUITY UPLC® system from Waters Corp (Milford, MA, USA) coupled a Xevo TQ-S triple quadrupole mass spectrometer (Waters) with an ESI source at the positive mode. The mobile phase was run with mobile phase 'A' (water/0.1% formic acid) and mobile phase 'B' (acetonitrile/0.1% formic acid) under a 0.4 mL/min flow rate through a C18 column (2.1 ∗ 50 mm, 1.7 μm) (Waters Corp, Milford, MA, USA) ([@b0075]). A linear gradient was: mobile phase 'A' linear increased to 70% from 10% within 2.5 mins followed by maintaining 70% for 1 min. And then the mobile phase immediately return to initial mobile phase to equilibrate column for 1.5 min, resulting in a total run time of 5 mins. The temperature of column and auto-sampler temperature were kept at 30 and 10 °C. Five μL sample was injected into UPLC-MS/MS system to analyze.

DOX and the internal standard (IS) (daunorubicin) were detected as charged ions: *m*/*z* 544.20 → 397.21 and *m*/*z* 528.18 → 321.19 ([@b0155]), respectively. The mass spectrometer conditions were: source temperature 150 °C, cone voltage 30V, capillary voltage 3 kV, and desolvation temperature 500 °C. The desolvation, cone, and collision (Argon) gas flow rates were 1000, 150 L/h and 0.17 mL/min, respectively. The collision energy was optimized as 5 V for DOX and IS. Data was performed using Mass Lynx software (version 4.1).

2.5. Preparation of stock solution, calibration standard, and quality control samples {#s0035}
-------------------------------------------------------------------------------------

Total DOX (T-DOX) stock solutions consisted of F-DOX and E-DOX. The fraction of E-DOX was above 90%. The stock solutions of F-DOX and T-DOX were diluted by blank plasma to establish calibration curves at DOX concentrations of 0.2, 1, 2, 20, 40, 100, 160, or 200 ng/mL. Daunorubicin at 20 ng/mL was used as an IS. DOX concentrations of 160, 40, 1 ng/mL were used as higher quality control (HQC), middle quality control (MQC) and lower quality control (LQC), respectively.

2.6. Method validation {#s0040}
----------------------

The validation of this method was evaluated by FDA guidelines for bioanalytical method validation, including: selectivity, recovery, matrix effect criteria, calibration curve, precision and accuracy, stability of the sample at various test or storage conditions and dilution integrity.

2.7. Separation and extraction of plasma F-DOX and T-DOX {#s0045}
--------------------------------------------------------

F-DOX in plasma was separated from E-DOX using SPE method by an Oasis HLB column (Waters) ([@b0110]). First, 50 μL plasma sample containing IS (20 ng/mL) was loaded without vacuum. The HLB column was then cleaned by 1 mL of water, and then eluted with 1 mL of methanol containing 2% acetic acid in order to elute F-DOX adsorbed to the HLB column. The eluted solution was dried with nitrogen at 37 °C and the residue was resuspended with 100 μL of the initial mobile phase.

Liquid--liquid extraction (LLE) was used to extract T-DOX in plasma: 200 μL 6% (w/v) borate buffer (pH 9.5) was added into 50 μL plasma sample containing IS (20 ng/mL) ([@b0125]), The analytes were extracted 2 min using 1 mL of chloroform/1-propanol (4:1, v/v) under mixing, and then centrifgued for 10 min at 2827 g and 20 °C. The organic layer was dried with nitrogen at 37 °C and the residue was reconstituted with 100 μL initial mobile phase.

2.8. UPLC analyses {#s0050}
------------------

It was necessary to demonstrate that solid-phase extraction (SPE) was appropriate for the separation of F-DOX from E-DOX. It was evaluated by the percentage of F-DOX (F%) in the samples. T-DOX in L-DOX consisted of F-DOX and E-DOX, the fraction of F-DOX was about 10%. The F% value was calculated following the equation: F% = C~F~/C~0~ × 100% ([@b0135]), where C~F~ is the concentration of F-DOX in QCs and C~0~ is the nominal concentration of T-DOX. The value of C~F~ may be the sum of F-DOX originally exist in the L-DOX QCs sample, as well as the DOX released from E-DOX in the process of extraction or mixing with plasma. For further researching the integrity of liposomal in the extraction process, the liposomal fractions were washed with 200 μL waters and re-run through a new HLB column. The following value of C~F2~ after operating sample through a new HLB would represent the concentration of F-DOX releasing from liposomal. Theoretically, the value of F% after two-step extraction (F~2~%) should be very low if the HLB column could separate F-DOX from E-DOX without damaging the liposomes during the extraction procedure and the F- DOX was completely recovered by HLB column in one step ([@b0020]).

If the extraction procedure damaged the liposomes, the method cannot be used to accurately appraise F-DOX in plasma. We have verified liposome integrity during the extraction process as follows. After the first run of L-DOX spiked into blank plasma through HLB column, the liposomal fraction was collected in 1.5 mL polypropylene tube, the liposomal fractions were suggested to 3 cycles of freeze/thaw, or vortexed for 1 min and centrifuged 1078*g* for 10 min at 20 °C, and re-run through a newly HLB column. Processing Stabilities were assessed by F~2~% ([@b0005]).

2.9. PK study {#s0055}
-------------

The rats received a single dose 1.45 mg/kg of L-DOX or 0.145 mg/kg of DOX intravenously. At 10 min, 30 min, 1, 2, 4, 6, 8, 12, 24, 36, 48, 60, 72, 84, 96, 108, 120, 132, 144, 168, 180 and 192 h, the plasma was harvested from rats. The blood samples were centrifuged immediately at 1078*g* for 10 min to obtain plasma. The plasma samples of L-DOX-treated rats were divided into two portions: one was used to measure the T-DOX concentration, the other to determine the concentration of F-DOX ([@b0160]). Pharmacokinetic parameter analysis was calculated by a noncompartmental approach (WinNolin software version 5.2, Pharsight, Mountain View, CA).

3. Results and discussion {#s0060}
=========================

3.1. Extraction procedure and method optimization {#s0065}
-------------------------------------------------

A challenge in developing sample extraction method was separation of F-DOX from E-DOX. An HLB cartridge was selected for this purpose based upon the finding that free drug can be retained on the stationary phase, while liposomes can pass through reversed-phase silica gel cartridges without being absorbed. A potential risk is liposome leakage due to exposure to vortex, organic solvent, centrifugation, HLB resin, and especially at elevated temperature.

The solubility of DOX is dependent on pH ([@b0030], [@b0090], [@b0025]). Therefore, borate buffer was added to enhance the solubility of DOX, which also altered the oil-water partition coefficient of DOX. On the other hand, it is necessary to release the DOX from L-DOX completely to measure the T-DOX. Liposomes could be completely destroyed by organic solvent to release free DOX. Addition of 1 mL of chloroform/1-propanol (4:1, v/v) was found to destroy L-DOX, precipitate plasma proteins, and to extract DOX from the matrix with high recovery ([@b0105]).

3.2. Method validation {#s0070}
----------------------

There was no obvious interference of the blank plasma sample at the retention times of the DOX and IS. The retention time of DOX and IS were 1.98mins and 2.20mins, respectively. The calibration curves were validated at the concentration range of 0.2--200 ng/mL for T-DOX and F-DOX in plasma to fit with weighting factors 1/x^2^. The least-squares linear regression constants (r^2^) were greater or equal to 0.99. The method specificity of measuring F-DOX and T-DOX were shown in [Fig. 1](#f0005){ref-type="fig"}.Fig. 1The chromatograms of F-DOX, T-DOX and IS. (A) A blank plasma sample without DOX and IS adding; (B) the LLOQ sample (0.2 ng/mL for F-DOX and 0.2 ng/mL for T-DOX); (C) a real plasma sample collected after intravenous administration of 1.45 mg kg^−1^ L-DOX 24 h.

The intra-day and inter-day precision and accuracy of the method were evaluated using three different concentrations QCs and the results are summarized in [Table 1](#t0005){ref-type="table"}. Dilution accuracy of T-DOX and F-DOX were evaluated. Accuracy and RSD% were 97.75% and 9.22% at a dilution factor of 100, respectively. The accuracy and RSD% of F-DOX were 100% and 7.25%, at a dilution factor of 20, respectively.Table 1Intra- and inter-day precision and accuracy.Intra-day (n = 6)Inter-day (n = 18)T-DOXLQCMQCHQCLQCMQCHQCNominal conc. (ng/mL)140160140160Mean0.90536.01153.860.937.66153.23Precision (RSD %)9.744.945.984.829.514.44Accuracy (RE %)−9.5−10−3.8−10−5.85−4.23  F-DOXLQCMQCHQCLQCMQCHQCNominal conc. (ng/mL)140160140160Mean1.04239.97167.271.04439.9160.74Precision (RSD %)9.084.454.652.951.058.62Accuracy (RE %)4.2−0.14.54.44−0.250.46

F-DOX was stable at 25 °C for 4 h and at 10 °C for 12 h when kept in the auto-sampler. T-DOX was stable under conditions as follows: at 25 °C for 4 h; at 10 °C for 12 h when kept in the auto-sampler; stored at −70 °C for 2 months; or after 3 freeze/thaw cycles (from −70 °C to 25 °C). The stability results of F-DOX and T-DOX are shown in [Table 2](#t0010){ref-type="table"}.Table 2Stability results of QC samples at different conditions (n = 6).Stability testsTheoretical conc. (ng/mL)Found conc. (ng/mL)Precision (RSD %)Accuracy (RE %)*T-DOX*Short termLQC0.9051.0310.1113.81MQC36.0135.594.79−1.15HQC153.86152.774.77−0.71Auto-samplerLQC0.9051.0310.2214.18MQC36.0135.544.89−1.29HQC153.86146.958.33−4.49Freeze-thawLQC0.9050.926.841.84MQC36.0140.225.0111.7HQC153.86150.152.96−2.41Long termLQC0.9050.9677.426.81MQC36.0138.93.048.03HQC153.86156.223.491.53  *F-DOX*Short termLQC1.041.079.753.04MQC39.9741.663.854.22HQC167.27166.763.48−0.30Auto-samplerLQC1.040.9611.07−7.68MQC39.9740.23.80.55HQC167.27167.866.020.35

The extraction recoveries were 83.48%, 81.11%, 85.00% for F-DOX and 83.41%, 75.16%, 88.05% for T-DOX at LQCs, MQCs and HQC (n = 6). Matrix effects were 79.35%, 96.77%, 94.03% for F-DOX and 84.22%, 75.36%, 59.27% for T-DOX at LQCs, MQCs and HQCs (n = 6), respectively. Matrix effects of IS were observed 91.67% and 60.75% by HLB and LLE method extraction, respectively. The RSD% was less than 15%.

3.3. Method feasibility {#s0075}
-----------------------

The three levels of QCs of L-DOX solution (n = 6) were extracted using HLB method and quantified concentration. The percentage of F-DOX (F~2~%) in HQC, MQC and LQC samples after two-step extraction were 2.05%, 1.53% and 0, respectively. Because of the recovery of F-DOX was only about 80%, so the theoretical value of F~2~% was about 2% when liposomes are not destroyed. It was negligible that the value of F~2~% compared to the percent of F-DOX originally exist in L-DOX. Thus, the results showed that HLB can efficiently separate E-DOX and F-DOX in plasma.

The values of (F~2~%) were 0, 2.18% and 2.31% at three QC levels, respectively, showing little liposome leakage during vortex for 1 min and centrifugation of the blood at 1078*g* for 10 min at 25 °C. The values of (F~2~%) were 0, 2.93% and 3.63% at three QC levels, respectively, after liposome was subjected to 3 freeze/thaw cycles. These data show that centrifugation and vortex are safe for liposome integrity, whereas freeze-thaw cycles had a small effect on the integrity of liposomes. The feasibility results were summarized in [Table 3](#t0015){ref-type="table"}, [Table 4](#t0020){ref-type="table"}.Table 3Feasibility results of HLB and LLE method.HLB (n = 6)LQCMQCHQCNominal conc. (ng/mL)140.00160.00Mean of C~F2~ (ng/mL)Na[a](#tblfn1){ref-type="table-fn"}0.613.28Mean of F~2~%Na[b](#tblfn2){ref-type="table-fn"}1.532.05RSD %Na[b](#tblfn2){ref-type="table-fn"}14.826.67[^1][^2]Table 4The liposome integrity under different conditions.Centrifugation (n = 6)LQCMQCHQCNominal conc. (ng/mL)140160Mean of C~F2~ (ng/mL)Na[a](#tblfn3){ref-type="table-fn"}0.873.69Mean of F~2~%Na[b](#tblfn4){ref-type="table-fn"}2.182.31RSD %Na[b](#tblfn4){ref-type="table-fn"}14.935.79  *3 freeze/thaw (n = 6)*Nominal conc. (ng/mL)140160Mean of C~T~ (ng/mL)Na[a](#tblfn3){ref-type="table-fn"}1.175.81Mean of F~2~%Na[b](#tblfn4){ref-type="table-fn"}2.933.63RSD %Na[b](#tblfn4){ref-type="table-fn"}10.6412.90[^3][^4]

3.4. PK of E-DOX and F-DOX in plasma after DOX or L-DOX administration {#s0080}
----------------------------------------------------------------------

The plasma concentration-time curves of E-DOX and F-DOX are presented in [Fig. 2](#f0010){ref-type="fig"}. The PK parameters were evaluated by noncompartment model and the results were shown in [Table 5](#t0025){ref-type="table"}.Fig. 2the concentration-time profiles of E-DOX and F-DOX in plasma after DOX or L-DOX administration. (A) concentration-time curve of E-DOX after 1.45 mg/kg L-DOX administration, (B) concentration-time curve of F-DOX after 1.45 mg/kg L-DOX administration, (C) concentration-time curve of F-DOX after 0. 145 mg/kg DOX administration.Table 5Pharmacokinetic parameters of E-DOX and F-DOX in plasma after administration of 0.145 mg/kg DOX or 1.45 mg/kg L-DOX in rats (mean ± SD, n = 5).ParametersE-DOX after 1.45 mg/kg L-DOX administrationF-DOX after 1.45 mg/kg L-DOX administrationF-DOX after 0.145 mg/kg DOX administrationT~1/2~ (h)23.42 ± 2.3422.97 ± 2.558.89 ± 0.11V (mL)53.51 ± 15.17--270.14 ± 12.20C~L~ (mL/h)1.57 ± 0.31--21.08 ± 1.17C~max~ (ng/mL)20438.29 ± 2752.221474.74 ± 944.451285.38 ± 347.21AUC~last~ (ng h/mL)235495.16 ± 43790.3520953.20 ± 6583.411764.94 ± 101.30

The PK profile of E-DOX in rat following a 1.45 mg/kg i.v. of L-DOX indicated a CL of 1.57 mL/h and V of 53.51 mL. The AUC~last~ was found to be 235495.16 ng h/mL and the T~1/2~ was 23.42 h. These values were accrod with previous study of reduced rate of clearance and limited distribution of L-DOX ([@b0055]).

The PK profile of F-DOX in rats following a 1.45 mg/kg i.v. dose of L-DOX indicated an AUC~last~ of 20953.20 ng h/mL and the T~1/2~ was 22.97 h. The parameters T~1/2~ of F-DOX were similar to those of E-DOX, so we speculated that F-DOX was drug released from L-DOX, and the AUC~0--192h~ of F-DOX was only 8.9% of E-DOX following L-DOX administration. The fractions of F-DOX in plasma ranged from 5.35% to 14.09% of T-DOX at each time point measured after L-DOX administration.

The PK profile of F-DOX in rat following a 0.145 mg/kg i.v. injection of DOX indicated a CL of 21.08 mL/h and V of 270.14 mL. The AUC~last~ was found to be 1764.94 ng h/mL and the T~1/2~ was 8.89 h. The AUC~last~ of F-DOX after 1.45 mg/kg L-DOX administration was approximately 11.88 times that following 0.145 mg/kg DOX administration. As mentioned above, we have prepared L-DOX with 90% encapsulation efficiency. As a result, a dose of 1.45 mg/kg L-DOX contained 0.145 mg/kg (10%) of F-DOX. Therefore, the initial concentration of F-DOX in L-DOX and DOX infusion was similar.

4. Conclusion {#s0085}
=============

L-DOX in this study has the same composition as Doxil®, which is a listed drug for treatment of metastatic breast cancer and oophoroma. Recently there has been much interest in the development of generic versions of Doxil. PK studies are critical in establishing bioequivalence of liposomal formulations.

Most studies of the liposomal drugs PK were only determination the total plasma-drug concentrations. However, the total drug concentration may not be related to the pharmacological responses and toxicological. The concentration of free drug in the plasma was often closely related to toxicity or response. To accurately measure free drug concentration following L-DOX administration, it is crucial to separate F-DOX and E-DOX without damaging the liposomes. In this study we developed a sensitive, selective, fast and reliable solid phase extraction (SPE) method to quantify F-DOX in plasma. This method could been applied to study the PK profiles of F-DOX in rats after a single dose L-DOX administration and can potentially be valuable in clinical bioequivalence studies required for developing generic L-DOX formulations.
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